Ventilation tube duration versus design.
Two ventilation tube designs were simultaneously compared in children in order to determine their relative rates of extrusion. The results show a twofold difference between the extrusion of the Shepard compared to the "Sheehy" or collar-button pattern of tube. Subjected to statistical analysis, these findings are highly significant.